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Resistance Adjustment
1.Switch to 400mΩ range，clamp on the 300m
 standard test resistance with the fixtures of 
the test leads，adjust VR1, and display 300mΩ
2.Switch to 4Ω range，clamp on 3Ω standard t
 resistance with two fixtures of the test leads,
adjust VR5 potentiometer, and displays 3.000.
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and then switch to 40Ω to check 10Ω， 20Ω，
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