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For calibration use only

6200-2
Appliance Tester

Quick Reference Guide

Warning

To prevent possible electrical shock, fire, or personal 
injury, read the “6200-2/6500-2 Safety Information”
before you use this Product.

Go to www.fluke.com to register your product, download 
manuals, and find more information. 
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