
Manual Supplement 

© 2014-2018 Fluke Corporation. All rights reserved..  
�

 
 

Manual Title: 1523, 1524 Technical Guide Supplement Issue: 2 
Print Date: March 2014  Issue Date: 1/18 
Revision/Date:  Page Count:  1 
    

   

 
 

This supplement contains information necessary to ensure the accuracy of 
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Change #1, 367 
On page 21, Table 14: 

 Change: ±0.030 at 600 °C 
 To: ±0.030 at 100 °C 

Change #2, 554 
On page 27, replace Figure 16 with: 

 


